[Autovibration of a circular locking element of the aortic valve prosthesis].
Some experimental results when studying self-sustained vibrations of the ball locking element for an artificial heart valve are presented. The sign-changing dependence of a ball drag coefficient upon the ball stroke has been shown to cause these vibrations. Undamped oscillations result in a considerable growth of the valve hydrodynamic resistance.